Coronary Arterial Perfusion in Puppies

John W. Straker, B.S., Robert W. S. Lee, B.S., P. T. O'Rourke, M.D., E. Leonard Rhodes, M.D., Russell Gringage, Aaron M. Stern, M.D., Herbert Sloan, M.D., and Marvin M. Kirsh, M.D.

From the Section of Thoracic Surgery and the Department of Pediatric Cardiology, University Hospital, Ann Arbor, Michigan

This investigation was supported in part by the Michigan Heart Association Research Grant 71-858-81.

Reprint requests: J. W. Straker, B.S., Section of Thoracic Surgery University Hospital, 1405 East Ann Street, Ann Arbor, Michigan 48104

An operation has been developed here at the University of Michigan Medical Center for the correction of an anomalous left coronary artery originating from the pulmonary artery in newborn infants. The surgical repair requires prolonged total aortic occlusion. In order to prevent myocardial hypoxia and its sequelae during this period, coronary arterial perfusion is desirable.

A polyethylene cannula, suitable for infant coronary vessels, has been developed in conjunction with Sarns, Incorporated. This study was designed to investigate the effectiveness of coronary arterial perfusion in puppies utilizing this cannula.

MATERIAL AND METHODS

The coronary cannula, constructed of polyethylene, is approximately 31 cm in length. It has an internal diameter of 1.68 mm and an external diameter of 2.41 mm. A bulb of fixed circumference is located at the tip to permit proper placement of the cannula in the coronary ostium and to prevent retrograde leakage during coronary perfusion. On the opposite end of the coronary cannula is a female luer-lok connector.

Six puppies, weighing between 3.2 kg and 9.0 kg were studied. All of the puppies were anesthetized with intravenous sodium pentobarbital. A cuffed endotracheal tube was inserted and respirations were main-
Coronary Perfusion (cont.)
coronary perfusion pump and multiplying this value by the number of revolutions per minute. The coronary perfusion pressure was monitored by an aneroid manometer located above the reservoir.
The six puppies were divided into two groups of three animals each. In Group I, the distal left anterior descending and circumflex coronary arteries were cannulated with polyethylene catheters for continuous pressure monitoring prior to and during coronary artery perfusion (Figure 1). The aorta was crossclamped and a proximal aortotomy was performed. The coronary perfusion cannula was inserted into the left coronary ostium and sutured in place. The pressure gradient across the coronary perfusion line was considered to be the difference between the coronary perfusion reservoir pressure and the intracoronary pressure.

In Group II, intramyocardial oxygen tensions, utilizing the Transyndine electrode, were recorded prior to and during perfusion of the left coronary artery. Intramyocardial oxygen tensions were determined in the anterior left ventricular wall between the anterior descending and circumflex coronary arteries (Figure 2).

**TABLE I. THE RESULTS OF THE GROUP I STUDY**

<table>
<thead>
<tr>
<th>CORONARY PERFUSION FLOW RATES</th>
<th>RESERVOIR PRESSURES</th>
<th>CORONARY PRESSURES</th>
</tr>
</thead>
<tbody>
<tr>
<td>22 cc./min.*</td>
<td>164 mm. Hg.*</td>
<td>85 mm. Hg.*</td>
</tr>
</tbody>
</table>

* MEAN VALUES FOR THREE DOGS.

**RESULTS**

Group I. The coronary pressures during total cardiopulmonary bypass, prior to extracorporeal coronary arterial perfusion, ranged from 85-110 mm Hg (mean: 97 mm Hg). The coronary pressures during coronary arterial perfusion ranged from 55-100 mm Hg (mean: 88 mm Hg).

The pressure gradient across the coronary perfusion line ranged from 55-110 mm Hg (mean: 79 mm Hg) (Table I). Coronary perfusion flows during this period ranged from 15-32 cc/min (mean: 22 cc/min).

Group II. Myocardial oxygen tensions ranged from 51-296 mm Hg (mean: 147 mm Hg) during total heart-lung bypass prior to total aortic occlusion and coronary arterial perfusion. After two to three minutes of aortic occlusion, myocardial pO\textsubscript{2}s ranged from 17-150 mm Hg (mean: 67 mm Hg). After coronary arterial perfusion commenced, myocardial oxygen tensions ranged from 215-230 mm Hg (mean: 223 mm Hg) (Table II.). Coronary flow rates during this period were 30-40 cc/min with a mean value of 36 cc/min.

Systemic arterial oxygen tensions averaged 480 mm Hg (range: 110-595 mm Hg) for both groups during the entire period of total cardiopulmonary bypass.

**DISCUSSION**
The coronary cannula was flexible enough to be placed through the aortotomy and inserted into the left coronary ostium. It permitted flow rates capable of maintaining the physiologic coronary pressures and adequate myocardial oxygenation. In the six puppies studied,